Introduction

King and Mills
1 performed the first transcatheter atrial septal defect (ASD) closure in 1974. Since then, a large number of transcatheter ASD closures have been done worldwide using various devices with different designs, advantages, and disadvantages. In many centers, this method of therapy is considered the first choice whenever applicable. Several reports of its use in adults have been published. [3] [4] [5] [6] [7] J Teh Univ Heart Ctr 8 (4) http://jthc.tums.ac.ir October 28, 2013
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However, excluding the Halabi and Hijazi
8 report on the first cases of the closure of two ASDs in an 8-year-old female child, there are very few reports in children.
To the best of our knowledge, this is the largest series of successful transcatheter ASD closure using the OFFSO in children ≤12 years old in two pediatric interventional cardiovascular centers. The aim of this retrospective review was to investigate the immediate and short-term results of transcatheter ASD closure using the OFFSO in children ≤12 years of age.
Methods
This study was a retrospective review of transcatheter secundum ASD closure using the OFFSO. Between January 2012 and November 2012, 45 consecutive children ≤12 years old (25 females and 20 males) underwent transcatheter ASD closure using the OFFSO in two centers, namely Children's Medical Center and Pediatric Division of Rajaie Cardiovascular, Medical and Research Center.
The children were between 2.5 and 12 years of age and weighed between 7.5 and 37 kg. Indications for intervention were right atrial and right ventricular enlargement in addition to calculated pulmonary blood flow to systemic blood flow (Qp/Qs) ratio >1.5 and the absence of any associated congenital heart disease necessitating surgery. Informed written consent was obtained from the parents before the procedure. Complete transthoracic echocardiography was performed preprocedurally. Standard right heart catheterization and pulmonary angiography in anteroposterior (AP) view with levophase angiograms were conducted in all the cases to definitely exclude anomalous pulmonary venous return.
Transcatheter ASD closure was performed under transthoracic echocardiography guidance and general anesthesia, according to the techniques already described. 9, 10 In all but one patient, proper placement of the device was achieved via the conventional technique. In the latter case, the left pulmonary vein technique was carried out.
11
The patients received intravenous Heparin (80 units/kg), and intravenous Cefazolin (50 mg/kg) was administered during the procedure and continued for 24 hours after the procedure. Monitoring the activated clotting time was available for some cases. Twenty-four to 48 hours after the procedure, the patients were discharged on 3-5 mg/kg of Aspirin per day for 6 months. For the large OFFSO's which covered almost all the length of the atrial septum, 12 months of Aspirin administration was recommended.
To determine how large the ASD was in comparison with the patient's size, we measured the device diameter to the cardiac diameter ratio (DD/CD ratio) in anteroposterior projection after device release ( Figure 1 ). The device diameter to the cardiac diameter index (DD/CD index) was calculated by dividing the DD/CD ratio by the body surface area. The ratios of the device size to the patient's weight and to the defect size were also calculated. Figure 1 . To measure the device/cardiac ratio, we draw a line in the midline of the spine. Then we measure the longest distance of the heart on the right and the left side of this mid-line. We divide the largest device diameter (mm) into the sum of these distances (i.e. A/B+C; A, the largest diameter of the device; B, the largest diameter of the heart on the right-side of the midline; and C, the largest diameter of the heart on the left-side of the midline)
Statistical Analysis
Statistical analysis was performed using SPSS software version 18 (SPSS Inc., Chicago Il, USA). Descriptive analysis was performed to calculate mean ± standard deviation (SD), median, and range of the continuous variables.
Results
Information on the demographic, echocardiographic, and device parameters is provided in Table 1 . Successful implantation was performed in all the patients. No major complications occurred in any of the cases. We had one cobra formation of the left disc in a 5-year-old patient, leading to the implantation of another OFFSO (Figure 2 ). The device/ defect ratio was 1.17 in this case.
On the day after the procedure, transthoracic echocardiography showed no residual shunt and no impingement on the neighboring structures in all the patients. No degree of atrioventricular block was observed in our patients after 24 hours and at 3 months' follow-up. There was exacerbation of previous headache in 2 cases, which could not be definitely attributed to device closure. Pulmonary artery pressure was normal in all the patients, with the exception of 2, who had pulmonary hypertension.
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Transcatheter Atrial Septal Defect Closure Using Occlutech Figulla Device
The frequency of the devices used is depicted in Figure 3 . We compared delivery sheath sizes between four available devices: OFFSO (Occlutech GmbH, Germany); Amplatzer (St. Jude Medical, USA); Cera™ (Lifetech Scientific Co., Ltd., China); and Cardi-o-Fix ASD occluder (Starway Medical Technology, Inc., China). Depending on the device size, the OFFSO delivery sheaths were one to three French larger than the smallest available sheath for a similar device size of other brands. 
Discussion
We report successful transcatheter ASD closure in 45 children ≤12 years old using the OFFSO. To the best of our knowledge, this is the largest series of transcatheter ASD closure using the OFFSO in children. Our patients experienced no major complications during or after the procedure. Jahrome et al. 12 reported late embolization of the Figullar ASD occluder in a 41-year-old female patient.
Cobra formation has been reported with the OFFSO before. Aaron et al. 13 reported 4 cases of cobra formation in a 42 case series using the OFFSO and suggested that cobra deformity is more common (0.1%) with the OFFSO than with the ASO. We had one case of cobra head deformity in our 45 patients (0.02%). It may be posited that the ball-cage shape of the delivery system of the OFFSO may allow excessive and undue twisting of the discs during the advancement through the long delivery sheath. However, since this complication happened in only one case in our series, we cannot make any definite inference on it. Careful evaluation of the cobra figure in the Aaron et al. study and in our cases shows that the twisting started from the waist and then extended a few millimeters above it. Aaron and his colleagues managed to prevent the re-occurrence of this phenomenon in their 3 other cases by releasing both discs in the left atrium. This also confirms that the main culprit lies in the twisting of the wires in the waist segment of the device. Bearing that in mind as well as considering the manufacturer's tip, it may be postulated that "strengthening the Nitinol wires in the waist" of the device may prevent or reduce this complication.
We also introduced the new index of DD/CD, which may be used as an adjunctive parameter to judge the size of an ASD.
Cansel et al. 14 reported transcatheter ASD closure using the OFFSO in 74 consecutive adult patients with a 91.9% success rate and reported atrial arrhythmia in 2 of their patients: in one it disappeared spontaneously and in the other, it was treated with antiarrhythmic drugs. The higher rates of complications and failures in their study may be attributed to the fact that they dealt with larger ASDs (mean ± SD for device/defect ratio of 1.1 ± 0.05 in their study vs. 0.84 ± 0.77 in ours) with a more complex case mix. They had one case with residual ASD at 6 months› follow-up. Interestingly, the authors reported no single case of cobra head deformity.
In comparison with the ASO, the OFFSO has several advantages. It has no left atrial hub, so the risk of clot formation in the left atrium is much less and its tip is less traumatic. It has the ability of 45-degree tilt of the delivery sheath; accordingly, the device shape before release is much more similar to its final shape. The screw mechanism of other devices has been replaced by a lock system which is easier to use and safer. More importantly, no case of erosion after the OFFSO implantation has been reported so far. Nevertheless, one may argue that this finding can be partly J Teh Univ Heart Ctr 8 (4) http://jthc.tums.ac.ir October 28, 2013 explained by its less frequent use and lower age (16 years) since its invention in comparison to the ASO (5 years). 8, 15 The OFFSO device sizes range from 6 to 40 mm (15 sizes), while the same spectrum of the defect size can be covered by 25 sizes of the ASO. A 3-mm increment in size has created this advantage, making stocking easier. Another advantage is that the appropriate size of the delivery sheath for each device is already written on the outer box. This is a simple, but important, point that increases the user-friendliness of this device.
Although the OFFSO has less implanted material, its Nitinol wires are more than 20 times thicker than the Nitinol wires used in the ASO (0.082 to 0.186 vs. 0.004 to 0.0075 inch). Therefore, the OFFSO needs larger venous delivery sheaths in comparison to the other similar devices. This is not a problem in adults but may limit its use in small children.
The number of the reported cases of OFFSO implantation in children is limited. The first pediatric implantation was reported by Halabi and Hijazi 8 with excellent results in an 8-year-old girl. Pac et al. 16 compared the OFFSO and the ASO in 75 patients at a mean age of 22.2 ± 15.8 years. The authors used the OFFSO in 33 and the ASO in 42 of their cases and concluded that the lower price of the OFFSO is its advantage, but difficulty in selecting the correct device size in larger defects and the need for larger venous sheaths are two disadvantages of this device.
To the best of our knowledge, the present study is the largest series of the OFFSO implantation in children to date. We showed that the OFFSO is safe for use in children, despite the need for relatively larger delivery sheaths. The introduction of the second generation of this device (Figulla Flex II) eliminates this potential fear as it will need smaller delivery sheaths.
This study was limited by a relatively large amount of missing information about the type of delivery sheaths. The complication rate of transcatheter ASD closure is less than 1%. There were 45 patients recruited in the present study; consequently, the absence of complications may be explained by the relatively low number of the patients enrolled in this study.
This study was performed in two different centres. All information, such as the size of the delivery sheaths, was not available for all the patients.
Conclusion
Transcatheter ASD closure using the OFFSO was effective in our pediatric patients. Although this device needs relatively larger delivery sheaths, its use can be safe while closing even large defects in children. 
